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In this short note, we describe the de- 
sign and construction of several modifi- 
cations of miniature mercury contact 
switches for use in laboratory tempera- 
ture control applications. Commercial 
contact switches, or contact thermome- 
ters as they are commonly called, are 
limited in their application because of 
their large size. The units which we 
present here are much more compact 



and are thus suitable for a wider range 
of applications. The limitations of the 
miniature contact switches in their 
present configurations are also dis- 
cussed. 
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1. Introduction 

Temperature control for the components of lab- 
oratory instrumentation is achieved in a variety of 
ways. Depending on the level of accuracy re- 
quired, contact switches, thermocouples, thermis- 
tors, and resistance devices are commonly used to 
control the power applied to heaters [1,2]'. Ther- 
mistors and resistance devices are well suited to 
proportional control of the power input. Contact 
switches and thermocouples are easily applied to 
bipolar (on/off) control of heating elements. 

All of these devices have their inherent limita- 
tions. For example, thermistors are usually limited 
to a maximum working temperature of 150 °C 
(423 K). Thermo-couples are subject to aging ef- 
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fects and become brittle and difficult to handle af- 
ter operation at high temperature. The control cir- 
cuitry associated with the use of thermistors and 
resistance devices is relatively expensive. Mercury 
contact switches (contact thermometers) have been 
used extensively for the control of stirred liquid 
bath temperature. The circuitry required for these 
simple on/off switches is inexpensive relay devices, 
which can control temperature with a precision ap- 
proaching ±0.005 K [3]. The large size and heat 
capacity of commercial mercury contact switches 
have limited their use in most other applications. 



2. Discussion 

In order to overcome some of these physical lim- 
itations and apply the contact switch to the 400 to 
575 K region, we have designed and fabricated sev- 
eral miniature, high sensitivity fixed and adjustable 
mercury contact switches. These are shown in fig- 
ure 1. The units labeled a and b are fixed contact 
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Figure 1-The sealed, evacuated contact switch, a); ambient temperature modification of the switch, b); and the adjustable 
temperature switch, c). 



switches which will regulate at a single specific 
temperature that must be set during fabrication. 
The body of each switch is made from borosilicate 
glass tubing (5 cm long, of 1.0 mm o.d. and 0.2 mm 
i.d.), and utilizes tungsten contacts. 

The bulbs at either contact were made from ura- 
nium glass, in order to grade the seal to the tung- 
sten. The switch shown in la is sealed under 
vacuum (10~ 7 MPa) and is suitable for use at ele- 
vated temperature. The upper bulb serves as an ex- 
pansion reservoir, to prevent the unit from 
shattering in the unlikely event of a large tempera- 
ture overshoot or a circuit failure. The unit shown 
in lb is a lower temperature modification of the 
fixed contact switch. The upper bulb is not evacu- 
ated, but is open to atmospheric pressure via a sin- 
tered glass frit. 

With an adjustable contact switch as shown in 
lc, the upper contact may be lowered or raised 
using the thumbscrew. The screw threads are cov- 
ered with a commercial mixture of colloidal copper 
in vacuum grease, which lubricates the threads and 
insures good electrical contact. Since this switch is 
not sealed, its use is confined to lower temperature 
applications. 

In practice, the contact switch is potted in a 
small pellet of a specially formulated aluminum-sili- 
con oxide ceramic [4]. Alternatively, a high tem- 
perature silicone elastomer-aluminum mixture can 
be used. This pot provides good heat conduction 
and makes the switch more durable. This is desir- 
able since the glass tubing is quite fragile. 



The contact switch shown in figure la has been 
used to control the temperature of a chromato- 
graphic sampling system at 400 K [4,5]. In this tem- 
perature region, the performance of thermistor 
based temperature controllers can be marginal. The 
contact switch is sensitive to changes in tempera- 
ture on the order of 0.05 K. The circuit (which 
responds to the contact switch) required to supply 
power to the heating elements is a simple solid state 
relay, shown in figure 2 [6], 

The usefulness of these switches as substitutes 
for commercial mercury contact switches stems 
from the compactness of their design. They can be 
incorporated easily into instrument components 
which could not accommodate a larger commer- 
cial unit and where the use of a thermistor would 
provide marginal performance. The principal limi- 
tation of the switch in its present configuration is 
the inability to adjust the set point of the evacuated 
switch once the upper bulb is sealed. Thus, a sepa- 
rate switch is needed for each desired set point. 
This is not a serious problem for operations involv- 
ing long term isothermal operation, but an ad- 
justable sealed unit would be useful. Modifications 
along these lines are currently being pursued. 
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Figure 2-Circuit diagram for a simple solid state relay for use with the contact switches, 
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